Selective oxygen leak. A potential cause of patient hypoxia.
A case is described where a patient received less oxygen than was set on the Rotameters. The cause was traced to a selective leak of oxygen via an open cyclopropane needle valve. Several recommendations are put forward to prevent a recurrence.